FlashDx Shenzhen Inc.

Certificate of Analysis

Report No.RQ250106001
Product name SARS-CoV-2 Test Specification 10 tests/ box
Lot No. SO10F101 Sampling amount 10Tests
Manufacturing Date 2025-01-04 Expiry Date 2026-01-03

Manufacturer

FlashDx Shenzhen Inc.

Documents to Follow

FlashDx SARS-CoV-2 Test Quality Control Specification

Test items

Criteria

Test result

All components of the cartridge are complete and intact. The package

Appearance label shall be clear and no wear. The aluminum foil bag of the Pass
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cartridge is sealed without damage.
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